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How Fast Is Too Fast? Boundaries to the
Perception of Electrical Stimulation

of Peripheral Nerves
Sigrid Dupan , Zak McNeill, Eera Sarda, Emma Brunton,

and Kianoush Nazarpour , Senior Member, IEEE
Abstract— Transcutaneous electrical stimulation is a

promising technique for providing prosthetic hand users
with information about sensory events. However, questions
remain over how to design the stimulation paradigms to
provide users the best opportunity to discriminate these
events. Here, we investigate if the refractory period influ-
ences how the amplitude of the applied stimulus is per-
ceived. Twenty participants completed a two-alternative
forced choice experiment. We delivered two stimuli spaced
between 250 ms to 450 ms apart (inter-stimulus-interval, isi).
The participants reported which stimulus they perceived
as strongest. Each stimulus consisted of either a single
or paired pulse delivered transcutaneously. The inter-pulse
interval (ipi) for the paired pulse stimuli varied between
6 and 10 ms. We found paired pulses with an ipi of 6 ms
were perceived stronger than a single pulse less often than
paired pulses with an ipi of 8 ms (p = 0.001) or 10 ms (p <
0.0001). Additionally, we found when the isi was 250 ms,
participants were less likely to identify the paired pulse
as strongest, than when the isi was 350 or 450 ms. This
study emphasizes the importance of basing stimulation
paradigms on the underlying neural physiology. The results
indicate there is an upper limit to the commonly accepted
notion that higher stimulation frequencies lead to stronger
perception. If frequency is to be used to encode sensory
events, then the results suggest stimulus paradigms should
be designed using frequencies below 125 Hz.

Index Terms— Electrical stimulation, sensory feedback,
neural behavior, prosthetic control.
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I. INTRODUCTION

MODULATING the peripheral and central nervous
system is central to bioelectronic medicine and neu-

roprosthetics [1]–[6]. Established examples include: cardiac
pacemakers, spinal cord stimulators, deep brain stimulators,
and cochlear implants [2]. These devices electrically stimulate
the nervous system to treat diseases, or restore lost func-
tion [4]. To best design stimulation protocols for the desired
application, it is important to understand the effects of electri-
cal impulses on neural behaviour. Additionally, in cases where
the stimulation aims to transfer information through perception
changes, verification on a perceptual level is required.

The perception of the magnitude of sensory stimuli is influ-
enced by a combination of the firing rate of the sensory nerve
fibres, and how many nerves are firing (recruitment) [6]–[8].
Increases in perception amplitude can be acquired through
increasing stimulation amplitude, pulse width, or stimulation
frequency ( fs) [7], [9]–[17]. Previous research has shown
that increases in fs mainly lead to increases of nerve firing
frequency, while increases in pulse width or amplitude result in
an increased nerve fibre recruitment [6], [7], [16], [18]. When
focusing on fs , an analysis of previous literature on sensory
feedback for limb prostheses shows that studied stimulation
paradigms mostly include frequencies under 200 Hz [7],
[19]–[24], but some go up to 500 Hz [9], [10], [25] or
even 1000 Hz [16]. This broad range of stimulation paradigms
suggests a lack of consensus on the optimal settings. While
most of these studies include intraneural stimulation, recent
work by George et al. (2020) shows that discrimination of
pulse frequency is similar for transcutaneous and intraneural
stimulation [17], allowing the comparison between invasive
and non-invasive work.

The membrane potentials of nerves show a characteristic
hyperpolarising pattern after firing, which can last up to
5-8 ms [26]–[30]. Until the end of this hyperpolarisation
phase, it is more difficult to evoke another action potential
(AP). Early human neural recordings have shown a refractory
period of about 5 ms [26]–[28], which was confirmed in
models of the electrical behaviour of sensory fibres [29], [30].
A recent animal study in rats using intraneural stimulation
showed that sensory fibres needed 8 ms to completely
recover from a conditioning pulse [30]. None of these studies
investigated if the duration of the refractory period is reflected
in sensory perception.

Figure 1a presents our hypothesis. In this figure, fr rep-
resents the stimulation frequency at which the pulses are
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Fig. 1. (A) Diagram representing our hypothesis. Stimuli can fail to generate an AP in the sensory nerves when the stimulus is delivered during the
refractory period of the fibre. Therefore, increasing the stimulation frequency above fr leads to a reduction in perceived strength. (B) Illustration of
the stimulus pairs included in the experiment. All stimuli were rectangular and monophasic.

delivered at the exact moment when the membrane potentials
of nerves reach their resting threshold again after firing, that
is the end of the refractory period. We hypothesise that a
stimulation frequency above fr leads to a decreased perception
amplitude due to the inability of some stimulation pulses
to generate an AP. The lower panel in figure 1a shows the
worst case scenario, in which all stimuli during the refractory
period fail to activate the nerve. However, even a subset of
stimulation pulses not activating the nerve will lead to a lower
amplitude perception than expected based on fs . In this case,
the commonly accepted notion that an increase in fs leads
to an increased perceived amplitude does not hold, therefore
failing to deliver the intended information that is encoded in
the stimulation.

To test our hypothesis, we implemented a two-alternative
forced choice task containing single and paired pulses, with
the inter-pulse interval (ipi) between the paired pulses ranging
form 6 ms to 10 ms. Two different stimulation amplitudes
were included to test if our hypothesis holds at different
amplitude levels. The inter-stimulus-interval (isi) was varied
from 250 ms to 450 ms to check if the second stimulus was
influenced by the preceding stimulus on a longer time scale.
In this paper, we will use ‘stimulus’ for stimulation patterns
leading to independent perceptions, while we use ‘pulse’ to
describe the pattern of electrical stimulation delivered. As a
result, a stimulus can consist of either a single or paired pulse
(see Figure 1b).

II. METHODS

A. Participants

Twenty participants took part in the study, which was
approved by the local ethics committee at Newcastle Univer-
sity (19-NAZ-043). All participants provided written informed

consent before participating in the study. Participants had no
known neurological condition.

B. Experimental Setup

Participants sat in an experimental chair, where the arm
rest was adjusted to individual participants to ensure comfort.
A pair of surface electrodes (MedTAB, Medgraphics Ltd,
UK) delivered pulses of transcutaneous electrical stimulation
to the left wrist. To target the ulnar nerve, the electrodes
were positioned proximal to the wrist, with an inter-electrode
distance of 20 mm and the anode contact placed distally. The
pulses were delivered with a DS7A Constant Current High
Voltage Stimulator (Digitimer Ltd, UK), and were rectangular,
monophasic pulses with a fixed width of 200 µs.

Sensory thresholds were determined for all participants.
The threshold was determined using the staircase procedure,
which was concluded when participants could detect 5 out
of 10 stimuli [31]. Participants were divided in two groups
based on the stimulation intensity during the experiment,
with one group receiving pulses with an amplitude of 120%
sensory threshold, while the other group received pulses with
an amplitude of 160% sensory threshold.

Participants reported they felt all stimuli during the experi-
ment. We did not systematically collect information related to
sensation location and type. Different people experienced the
stimulation differently, describing it as ‘tingling in the palm
of the hand at the side of the little finger’ and ‘the feeling
of mouse clicks underneath the electrodes’. No participants
mentioned changes in the type of sensation.

C. Experimental Design

Participant perception was studied through the use of a
two-alternative forced choice task, in which participants had
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Fig. 2. (A) Inter-pulse-interval analysis. Trials with a 6 ms ipi led to the lower identification of the paired pulse as the strongest perception. This
suggests that the second pulse of these paired pulses might fall within the refractory period of the nerve fibres that are being stimulated. N=20,
averaged over 72 trials for each participant. (B) Stimulus interaction analysis. Stimuli with 350 and 450 ms isi led to higher identification of the paired
pulse as the strongest perception. This indicates that shorter inter-stimulus intervals also reduce the likelihood that a participant would be able to
discriminate between two different stimuli. N=20, averaged over 72 trials for each participant. (C) The stimulation intensity had no significant effect
on the perception of the paired pulse. N=10, averaged over 216 trials for each participant. Each filled dot represent the average for one participant.
The white lines in the plots represent the medians; the box spans from the 25th percentile to the 75th percentile; and the whiskers represent the full
range of the data.

to report which of the two consecutive stimuli they perceived
as being the strongest stimulus. From here forward, two
consecutive stimuli will be referred to as a trial. Three types
of trials were presented to each participant:

• Trial Type 1 - a paired-pulse followed by a single pulse
• Trial Type 2 - a single pulse followed by a paired pulse
• Trial Type 3 - catch trial where a single pulse is followed

by another single pulse
Participants did not have an option to communicate that both
pulses felt the same. The ipi and the isi were varied during
the experiment. Figure 1b depicts the stimulation protocol.

The changes in perception related to the refractory period
were tested by varying the ipi (6, 8, and 10 ms). These values
were chosen based on refractory period literature [26]–[28],
and previous rodent work [30]. Interaction of stimuli at a
longer time scale were studied by using different isi of 250,
350, and 450 ms. Values of isi were determined during pilot
experiments, and were narrowed down from isi ranging from
100 ms to 500 ms. The order of single and paired pulses, the
ipi, and the isi were balanced and randomised within each
block of the experiment. This resulted in a 3 × 3 × 2 design
(ipi × isi × leading pulse), and each type of trial was repeated
twice per block. Each block also included 6 catch trials
(2 repetitions of 3 isi). This resulted in blocks of 42 trials.
All participants completing 6 blocks.

D. Analysis

Perception of the stimuli was analysed by calculating the
percentage of trials in which the paired pulse was perceived
as a stronger perception than the single pulse. Type A order
effect exists when participants have a preference for either the
first or second stimulus regardless of the type of pulse [32],
and was analysed by determining the percentage of catch

trials in which the first pulse was perceived as the strongest.
Type B order effect, which studies if participants perceived
the stimuli differently based on which stimulus was presented
first [32], was analysed by studying the difference in amplitude
perception when the paired pulse either leads or lags.

A multi-way analysis was used to determine if any inter-
actions were present between the independent variables: pulse
amplitude, ipi, isi, and leading pulse. Non-parametric statisti-
cal analysis was used throughout the study as the normality
analysis (Shapiro-Wilk normality test) showed that not all data
was normally distributed. When the Friedman test showed
significant differences at group level, then Mann-Whitney
U-tests with Bonferroni corrections were used for the post-hoc
analysis. All presented descriptive statistics represent median
and interquartile range, unless stated differently.

III. RESULTS

A. Inter-Pulse Interval

The perception related to the duration of the ipi is analysed
by comparing how often the paired pulse is perceived as the
stronger stimulus for the different ipi. If the participant cannot
discriminate the difference between a single or paired pulse,
participants would perceive the paired pulse stimulus as being
stronger approximately 50% of the time. If the participant finds
it easy to discriminate between the single and paired pulse,
then the participant would identify either the single or paired
pulse as being stronger 100% of the time.

The Friedman test uncovered a statistical difference in how
often the paired pulse is identified as stronger (p < 0.0001; see
Figure 2A). Post-hoc analysis showed statistical differences
between paired pulses with an ipi of 6 ms (77.08 ± 12.50%)
and those with an ipi of 8 ms (89.58 ± 13.89%; p = 0.001)
and between those with an ipi of 6 ms and 10 ms (93.06 ±
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11.81%; p < 0.0001). No statistical difference was found
between the trials with an ipi of 8 ms and 10 ms (p = 0.112).
This indicates that it is easier for participants to discriminate a
paired pulse from single pulse when the ipi is 8 or 10 ms, than
it is discriminate the paired pulse from a single pulse when
the ipi is 6 ms.

B. Inter-Stimulus Interval

Participants are more likely to be able to discriminate
consecutive stimuli when they are spaced far enough apart in
time. During the experiment, participants reported that they felt
all stimuli, suggesting that the inter-stimulus intervals included
in this study surpassed the discrimination threshold. However,
it is not known if stimuli interact beyond this discrimination
threshold. If the paired pulses are identified less often, it would
mean that stimulus interaction is present.

The results show that the isi had a significant influence
on the likelihood of the paired pulse being perceived as
stronger; with shorter isi leading to a lower rate of participants
identifying the paired pulse as strongest (p = 0.0002; see
Figure 2B). Post-hoc analysis showed a difference on the
perception of the paired pulse between isi of 250 ms (86.11 ±
13.19%) and 350 ms (87.50 ± 15.97%; p = 0.009); and
250 ms and 450 ms (90.28 ± 8.33%; p = 0.0002). There
was no significant difference for trials including isi of 350 ms
and 450 ms (p = 0.97).

C. Stimulation Intensity

Two stimulation intensities were used in the study, 120%
and 160% of the perception threshold. A two-tailed Mann-
Whitney U-test showed that the stimulation intensity did not
influence the perception difference between single and paired
pulses. The paired pulse led to a stronger perception in 82.87 ±
14.81% of trials with 120% stimulation, and 88.89 ± 10.19%
trials for 160% stimulation (p = 0.57; see Figure 2C).

D. Supporting Analysis

1) Multiway Analysis: The previous refractory period and
interaction results showed clear, statistically significant trends
with increasing ipi and isi. As the full study included four
changing variables, namely, ipi, isi, stimulation intensity, and
leading pulse, there is a possibility that conducting the analysis
one variable at a time would disguise more complex under-
lying patterns where the analysis of one variable depends on
the state of a different variable. To account for this, a multi-
way analysis was performed prior to sections III-A - III-C to
determine if interactions existed between any of the variables.
The outcome of the interaction analysis is presented in the
supplementary materials, and shows that no significant inter-
actions were present.

2) Catch Trial Analysis: Prior to conducting the main analysis
(sections III-A - III-C), we verified whether any biases influ-
enced the participants’ answers. The analysis of Type A order
effect, which was present if participants had a bias towards
either the first or second pulse, was made possible by the
inclusion of the catch trials. The type B order effect shows

participants perceive a difference in stimuli dissimilarly when
the stimuli are presented in the opposite order. We investigated
whether this bias was present when two different stimuli were
presented. Type B order effect was tested by comparing the
results for Trial Type 1 and Trial Type 2. The full analysis is
in the supplementary materials. We observed a Type A order
effect: participants perceived the first of two single pulses
as stronger 62.83 ± 21.29% of the time (p = 0.003 when
compared to expected value of 50 %). The analysis of the Type
B order effect showed that there was no difference based on
which pulse was leading, with the paired pulse being perceived
stronger in 85.18 ± 12.04% of the trials when the single
pulse is leading, and 89.81 ± 11.11% when the paired pulse
is leading (p = 0.11). These results, combined with the fact
that the leading pulses were balanced, suggest that our main
analysis was not influenced by any bias.

3) Performance Over Time: Studying the perception differ-
ence between single and paired pulses over time could tell
us if participants needed to learn to differentiate these stimuli.
Analysis showed no statistical difference between the different
blocks (p = 0.41; see Figure 1 in the supplementary materials),
indicating that the perception difference between the single and
paired pulses is innate.

IV. DISCUSSION

In this study, we aimed to determine how modulating the
temporal pattern of electrical stimulation may influence the
perceived amplitude of a given stimulus. Our results provide
evidence that (1) perception of the strength of a stimulus can
be modulated by changing the ipi of the stimulus, mirror-
ing findings from neural recordings that examined refractory
periods; (2) the perception of a stimulus’ strength is also
influenced by the timing between two consecutive stimuli;
and (3) these findings are stable over different stimulation
intensities. Importantly, the findings of this study show that
there is a limit to the speed at which two stimuli can follow
each other and reliably produce a consistent perception of
stimulus intensity. This result implies there is an upper limit
to the commonly accepted notion that increasing stimulation
frequency leads to an increase in the perceived amplitude of
a stimulus.

Our hypothesis stated that stimulation frequencies above fr

would lead to a decreased perception amplitude due to the
inability of stimulation pulses to generate an AP during the
refractory period. The lower panel of figure 1A depicted the
scenario in which none of the pulses during the refractory
period resulted in an AP. However, the refractory period
is divided in an absolute refractory period, and a relative
refractory period. During the former, no new APs can be
generated, while the generation of APs is more difficult - but
not impossible - during the latter. Neural measurements show
that the absolute refractory period is limited to 1 ms [26]–
[28], indicating that the pulses used in this study fall within
the relative refractory period. If all second pulses of the
paired pulse failed in generating APs, participants would
have perceived these trials as two single pulses, leading
to an identification of the paired pulse at/close to chance
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level (50%). Our results show that this was not the case,
which confirms that the second pulse of the paired pulse did
not fall within the absolute refractory period. However, the
decreased rate of paired pulse identification with an ipi of
6 ms indicates that at this ipi, the second pulse failed to
generate an AP more often then when the ipi was set at 8 or
10 ms. Therefore, it is likely that the second pulse of the
paired pulse falls within the relative refractory period with an
ipi of 6 ms.

Our results show that there is an upper limit to increasing the
perceived amplitude of an applied stimulus through increasing
fs . We found that increasing the fs above 125 Hz, i.e. an ipi
less than 8 ms, made it less likely that a participant would
identify a paired pulse as being stronger than a single pulse.
Our results are in line with previous refractory period mea-
surements [26]–[30]. Similarly, perceptual responses measured
in response to microstimulation of the somatosensory cortex
of a human participant showed that in over half the tested
electrodes, stimulus trains with pulse frequencies between
20 and 100 Hz were perceived as the most intense, with the
intensity decreasing with further increases of fs [33]. These
findings are also in line with the maximum spiking frequencies
found in human sensory nerve fibres resulting from both
painful [34], and pleasant touch [35]. As perception is based
on a combination of the firing frequency and recruitment of
sensory nerves [6]–[8], one could always increase perception
through increasing either the stimulation intensity and/or pulse
width. As we were interested in the relative discrimination of
stimuli, i.e. whether participants can distinguish one stimulus
from the other, each trial consisted of only one stimulation
amplitude. The inclusion of the two stimulation amplitudes
showed that an increase in stimulation amplitude of all pulses
during the protocol did not influence the ability of participants
to discriminate stimuli.

The refractory period is not the only mechanism that
influences the perception of electrical stimulation. Neural
adaptation, a decay of the cumulative firing rate in response
to a constant stimulus [36], leads to a reduction of the
perceived intensity of continuous electrical stimulation. This
common phenomenon has previously been studied in the con-
text of invasive electrical stimulation for prosthetics, showing
a process that happens during a period of 50-100 seconds [37].
Different adaptation mechanism can lead to a decrease in
spiking, and can happen at different time scales. However,
the common factor in these mechanisms is that inhibitory
processes lead to the reduction in spiking, i.e. increased
inhibitory connections or an increase in the firing rate of
inhibitory neurons leads to a lower firing frequency at the
output level [36]. This is a distinctly different process than
the refractory period, allowing the two processes to occur
simultaneously. We limited the influence of neural adaptation
in this study by using single and paired pulses instead of
constant stimuli, and limiting trials to a maximum of 500ms.
We found similar results for both stimulation intensities in the
study, showing that the refractory period has the same effect
irrespective of the amount of nerve fibres firing, suggesting
that the effect of the refractory period will be similar through-
out the adaptation process.

This study was performed to inform future prosthetic sen-
sory feedback studies. Including sensory feedback as part of
prosthetic has been shown to have advantages ranging from
improved hand control [9], [16], [25], [38], to increased pros-
thesis embodiment [25], [38], [39], and a reduction in phantom
limb pain [25], [40]. In these studies, wide ranging stimulation
paradigms were used, indicating that there is no consensus yet
on the optimal parameters. Our study suggests that modulation
of perception through changes in fs should be limited to
frequencies below 125Hz. Indeed, a study investigating linear
frequency and amplitude modulation, which included fs values
up to 1000 Hz, found that linear frequency modulation did not
allow participants to continuously modulate their grip pressure
based on the feedback [16]. A study including frequencies up
to 500 Hz found a linear relationship between the frequency in
a logarithmic scale and perception amplitude, indicating that
the rate of increased perception amplitude decreased for higher
frequencies [10]. Similarly, George et al. [17] showed that
intensity discrimination was better at lower fs (12.5 - 87.5 Hz)
than higher frequencies (50 - 200 Hz). A recent study into the
influence of intraneural stimulation frequency and pulse width
found that participants were able to discriminate frequencies
in the range of 2 - ∼50 Hz, but that ability broke down beyond
a stimulus frequency of 60 Hz [41]. One other study including
fs up to 500 Hz did find a linear relationship between fs and
perception magnitude [9]. However, this paradigm included
varying pulse width during the stimulation, therefore not
allowing to disentangle if the increased magnitude was purely
based on the increased fs . Graczyk et al. [7] found a linear
relationship between fs and perception amplitude in a study
including frequencies up to 175 Hz.

Implementations for prosthetic control vary, with some -
such as discrete event related feedback [42] - requiring the
perception of distinct stimuli. In this framework, stimulation
paradigms are not aimed at creating biomimetic sensations,
but towards stimuli that are easily distinguishable relative to
each other to encode discrete events. For example, one pattern
might indicate ‘force increase’, while another indicates ‘object
contact’ [43]. The lack of influence by the stimulation intensity
on the discrimination between stimuli in our study is therefore
encouraging, as it indicates that the relative difference is stable.
The participants also experienced different types of sensations,
from in-loco sensation (e.g. ‘the feeling of mouse clicks under
the electrodes’) to somatotopic sensations (e.g. ‘tingling in
the palm of the hand’). The type of sensation participants
experienced did not impact their ability to complete the task.

Previous research has shown that discrimination of con-
secutive stimuli is possible when the isi between the stim-
uli is at least 100 ms [44]. Others have shown that each
of these stimuli can transfer information such as prosthesis
movement or object characteristics through modulation of the
stimuli [43]. However, it was not clear if one stimulus could
alter the perception of the following pulse when an isi over
100 ms is included. Our results show that this interaction
is present for consecutive stimuli with isi greatly exceeding
the discrimination threshold of 100 ms. Therefore, to transfer
additional information through modulation of the perceived
amplitude with fs , an isi of at least 350 ms should be
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respected. The stimulus interaction for isi of 250 ms was
unexpected, as participants were able to discriminate the
stimuli. This finding warrants further investigation. It would
also be interesting to determine if modulation of perception
through the modulation of pulse width or amplitude requires
the same isi.

Integration of the underlying neurophysiology in our exper-
imental design demonstrates the neural basis for previous
findings where no linear relation could be found between
fs and perception amplitude when higher frequencies were
included [10], [16], [17]. Avoiding the inclusion of stimulation
frequencies above 125 Hz will allow for the temporal encod-
ing of the desired information in the fields of bioelectronic
medicine and neuroprosthesis. If frequency encoding does not
allow for the desired modulation within these parameters, then
perceived amplitude can additionally be modulated by chang-
ing fibre recruitment through adaptation of the stimulation
intensity and/or pulse width [18]. The relayed information will
be application-dependent, and may range from grip strength,
proprioceptive information, or temperature in upper limb pros-
thetics, to visual information in visual prostheses.

While this study was performed to inform future prosthetic
feedback strategies, no limb impaired participants took part
in the study. Previous research has shown that perception
modulation based on frequency changes is similar for transcu-
taneous stimulation in limb intact participants, transcutaneous
stimulation of reinnervated skin, and intraneural microstimu-
lation [17]. These findings, in conjunction with the literature
on neural recordings of the refractory period [26]–[28], and
the perception modulation through intracortical microstimula-
tion [33], suggest that these results will also hold for limb
different participants receiving either transcutaneous stimula-
tion or intraneural microstimulation. While we saw different
sensation locations and types during this experiment, we do
not think this influenced the results, as the underlying neural
phenomenon was previously shown in a wide range of studies,
from intraneural microstimulation [33], during invasive refrac-
tory period measurements [26]–[28], and in rodents [30].

This study examined the influence of three independent vari-
ables, namely, ipi, isi, and stimulation intensity. No interaction
between these variables was found, and the analysis showed
that ipi and isi influenced the likelihood a paired pulse would
be perceived as stronger than a single pulse, while stimulation
intensity did not effect this likelihood. The inclusion of three
independent variables limited the number of values of each
variable we could incorporate in this study. The fact that we
found a statistical effect for both isi and ipi suggests that
the correct ranges of values were included in this study. The
results investigating the perceptual effect inter-pulse-interval
also mirrored the exact timings found for stimulus interactions
in neural recordings in rodents [30], affirming our findings.

V. CONCLUSION

We showed that there is a boundary to increasing fs to
increase the perceived amplitude. This boundary matches the
time necessary for nerve fibres to completely recover after
the generation of an action potential, and was stable for

multiple stimulation amplitudes. These results demonstrate the
importance of understanding the underlying physiology and
anatomy when designing biomedical engineering solutions to
restore or replace missing function.
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[43] Ï. Karakuş and B. Güçlü, “Psychophysical principles of discrete event-
driven vibrotactile feedback for prostheses,” Somatosensory Motor Res.,
vol. 37, no. 3, pp. 186–203, Jul. 2020.

[44] M. A. Pastor, “The functional neuroanatomy of temporal discrimina-
tion,” J. Neurosci., vol. 24, no. 10, pp. 2585–2591, Mar. 2004.



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Black & White)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 524288
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 0
  /ParseDSCComments false
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo true
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Remove
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
    /AdobeArabic-Bold
    /AdobeArabic-BoldItalic
    /AdobeArabic-Italic
    /AdobeArabic-Regular
    /AdobeHebrew-Bold
    /AdobeHebrew-BoldItalic
    /AdobeHebrew-Italic
    /AdobeHebrew-Regular
    /AdobeHeitiStd-Regular
    /AdobeMingStd-Light
    /AdobeMyungjoStd-Medium
    /AdobePiStd
    /AdobeSansMM
    /AdobeSerifMM
    /AdobeSongStd-Light
    /AdobeThai-Bold
    /AdobeThai-BoldItalic
    /AdobeThai-Italic
    /AdobeThai-Regular
    /ArborText
    /Arial-Black
    /Arial-BoldItalicMT
    /Arial-BoldMT
    /Arial-ItalicMT
    /ArialMT
    /BellGothicStd-Black
    /BellGothicStd-Bold
    /BellGothicStd-Light
    /ComicSansMS
    /ComicSansMS-Bold
    /Courier
    /Courier-Bold
    /Courier-BoldOblique
    /CourierNewPS-BoldItalicMT
    /CourierNewPS-BoldMT
    /CourierNewPS-ItalicMT
    /CourierNewPSMT
    /Courier-Oblique
    /CourierStd
    /CourierStd-Bold
    /CourierStd-BoldOblique
    /CourierStd-Oblique
    /EstrangeloEdessa
    /EuroSig
    /FranklinGothic-Medium
    /FranklinGothic-MediumItalic
    /Gautami
    /Georgia
    /Georgia-Bold
    /Georgia-BoldItalic
    /Georgia-Italic
    /Helvetica
    /Helvetica-Bold
    /Helvetica-BoldOblique
    /Helvetica-Oblique
    /Impact
    /KozGoPr6N-Medium
    /KozGoProVI-Medium
    /KozMinPr6N-Regular
    /KozMinProVI-Regular
    /Latha
    /LetterGothicStd
    /LetterGothicStd-Bold
    /LetterGothicStd-BoldSlanted
    /LetterGothicStd-Slanted
    /LucidaConsole
    /LucidaSans-Typewriter
    /LucidaSans-TypewriterBold
    /LucidaSansUnicode
    /Mangal-Regular
    /MicrosoftSansSerif
    /MinionPro-Bold
    /MinionPro-BoldIt
    /MinionPro-It
    /MinionPro-Regular
    /MinionPro-Semibold
    /MinionPro-SemiboldIt
    /MVBoli
    /MyriadPro-Black
    /MyriadPro-BlackIt
    /MyriadPro-Bold
    /MyriadPro-BoldIt
    /MyriadPro-It
    /MyriadPro-Light
    /MyriadPro-LightIt
    /MyriadPro-Regular
    /MyriadPro-Semibold
    /MyriadPro-SemiboldIt
    /PalatinoLinotype-Bold
    /PalatinoLinotype-BoldItalic
    /PalatinoLinotype-Italic
    /PalatinoLinotype-Roman
    /Raavi
    /Shruti
    /Sylfaen
    /Symbol
    /SymbolMT
    /Tahoma
    /Tahoma-Bold
    /Times-Bold
    /Times-BoldItalic
    /Times-Italic
    /TimesNewRomanPS-BoldItalicMT
    /TimesNewRomanPS-BoldMT
    /TimesNewRomanPS-ItalicMT
    /TimesNewRomanPSMT
    /Times-Roman
    /Trebuchet-BoldItalic
    /TrebuchetMS
    /TrebuchetMS-Bold
    /TrebuchetMS-Italic
    /Tunga-Regular
    /Verdana
    /Verdana-Bold
    /Verdana-BoldItalic
    /Verdana-Italic
    /Webdings
    /Wingdings-Regular
    /ZapfDingbats
    /ZWAdobeF
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 150
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 600
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 150
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 600
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 300
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 900
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.33333
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /Unknown

  /CreateJDFFile false
  /Description <<
    /ENU ()
  >>
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [612.000 792.000]
>> setpagedevice


