
 

 

 
 

 

Edinburgh Research Explorer 
 
 

 
 

 
 

 
 

 

 
 

 
 

 
 

 
 

 
 

 
 
 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Evaluation of MRI sequences for quantitative T1 brain mapping

Citation for published version:
Tsialios, P, Thrippleton, M, Glatz, A & Pernet, CR 2017, Evaluation of MRI sequences for quantitative T1
brain mapping. in Journal of Physics: Conference Series. https://doi.org/10.1088/1742-6596/931/1/012038

Digital Object Identifier (DOI):
10.1088/1742-6596/931/1/012038

Link:
Link to publication record in Edinburgh Research Explorer

Document Version:
Publisher's PDF, also known as Version of record

Published In:
 Journal of Physics: Conference Series

Publisher Rights Statement:
Content from this work may be used under the terms of the
Creative Commons Attribution 3.0 licence. Any further distribution
of this work must maintain attribution to the author(s) and the title of the work, journal citation and DOI.
Published under licence by IOP Publishing Ltd

General rights
Copyright for the publications made accessible via the Edinburgh Research Explorer is retained by the author(s)
and / or other copyright owners and it is a condition of accessing these publications that users recognise and
abide by the legal requirements associated with these rights.

Take down policy
The University of Edinburgh has made every reasonable effort to ensure that Edinburgh Research Explorer
content complies with UK legislation. If you believe that the public display of this file breaches copyright please
contact openaccess@ed.ac.uk providing details, and we will remove access to the work immediately and
investigate your claim.

Download date: 26. May. 2023

https://doi.org/10.1088/1742-6596/931/1/012038
https://doi.org/10.1088/1742-6596/931/1/012038
https://www.research.ed.ac.uk/en/publications/4ba532aa-8172-416c-ac4b-44ba21e6065d


Journal of Physics: Conference Series

PAPER • OPEN ACCESS

Evaluation of MRI sequences for quantitative T1
brain mapping
To cite this article: P Tsialios et al 2017 J. Phys.: Conf. Ser. 931 012038

 

View the article online for updates and enhancements.

Related content
Analysis on the use of Multi-Sequence
MRI Series for Segmentation of Abdominal
Organs
M A Selver, E Selvi, E Kavur et al.

-

Mapping of low flip angles in magnetic
resonance
Fabien Balezeau, Pierre-Antoine Eliat,
Alejandro Bordelois Cayamo et al.

-

Magnetic resonance in polymer gel
dosimetry: techniques and optimization
Martin Lepage

-

This content was downloaded from IP address 129.215.141.73 on 20/12/2017 at 12:25

https://doi.org/10.1088/1742-6596/931/1/012038
http://iopscience.iop.org/article/10.1088/1742-6596/574/1/012139
http://iopscience.iop.org/article/10.1088/1742-6596/574/1/012139
http://iopscience.iop.org/article/10.1088/1742-6596/574/1/012139
http://iopscience.iop.org/article/10.1088/0031-9155/56/20/008
http://iopscience.iop.org/article/10.1088/0031-9155/56/20/008
http://iopscience.iop.org/article/10.1088/1742-6596/56/1/008
http://iopscience.iop.org/article/10.1088/1742-6596/56/1/008


1

Content from this work may be used under the terms of the Creative Commons Attribution 3.0 licence. Any further distribution
of this work must maintain attribution to the author(s) and the title of the work, journal citation and DOI.

Published under licence by IOP Publishing Ltd

1234567890

BIOMEP 2017 IOP Publishing

IOP Conf. Series: Journal of Physics: Conf. Series 931 (2017) 012038  doi :10.1088/1742-6596/931/1/012038

Evaluation of MRI sequences for quantitative T1 brain 

mapping 

P Tsialios
1
, M Thrippleton

2
, A Glatz

2
 and C Pernet

2
 

1
 Department of Biomedical Engineering, Technological Educational Institute of 

Athens 
2
 Centre for Clinical Brain Sciences, University of Edinburgh 

E-mail: ptsialios@teiath.gr 

Abstract. T1 mapping constitutes a quantitative MRI technique finding significant application 

in brain imaging. It allows evaluation of contrast uptake, blood perfusion, volume, providing a 

more specific biomarker of disease progression compared to conventional T1-weighted images. 

While there are many techniques for T1-mapping there is a wide range of reported T1-values in 

tissues, raising the issue of protocols reproducibility and standardization. The gold standard for 

obtaining T1-maps is based on acquiring IR-SE sequence. Widely used alternative sequences 

are IR-SE-EPI, VFA (DESPOT), DESPOT-HIFI and MP2RAGE that speed up scanning and 

fitting procedures. A custom MRI phantom was used to assess the reproducibility and accuracy 

of the different methods. All scans were performed using a 3T Siemens Prisma scanner. The 

acquired data processed using two different codes. The main difference was observed for VFA 

(DESPOT) which grossly overestimated T1 relaxation time by 214 ms [126 270] compared to 

the IR-SE sequence. MP2RAGE and DESPOT-HIFI sequences gave slightly shorter time than 

IR-SE (~20 to 30ms) and can be considered as alternative and time-efficient methods for 

acquiring accurate T1 maps of the human brain, while IR-SE-EPI gave identical result, at a 

cost of a lower image quality. 

 

1.  Introduction 

Among clinical examination modalities, Magnetic Resonance Imaging (MRI) is one of the most 

widely used, allowing to distinguish pathologic tissues with great precision. Contrast images like T1-

weighted images are for instance used routinely as they preserve well anatomical details. These types 

of images, however, are qualitative images in the sense that they do not accurately measure tissue 

parameters such as T1 recovery time. Research efforts have shown interest in quantifying the 

longitudinal relaxation time (T1), especially in brain tissue [1] because of an increased sensitivity in 

pathology detection such as brain cancer, multiple sclerosis (integrity of myelin in the brain), 

ischemia, hepatic encephalopathy, or chronic alcoholism [2-5]. Moreover, quantitative T1 maps can 

help clinicians to evaluate contrast agent uptake, iron overload, and blood perfusion and volume [6]. 

They also provide a more robust template for morphometry studies and a more specific marker of 

disease progression in comparison to conventional T1 weighted images [7].  

The gold standard method for T1 mapping makes use of inversion recovery spin echo (IR-SE) 

sequence [8,9]. However, IR-SE requires an extremely long repetition time (TR) resulting in long scan 

time, which is unpractical for clinical use and can lead to inaccurate measurements due to patient 

motion. Many efforts have been made to shorten the T1 measurement time, leading to a variety of 

techniques and a wide range of reported T1 values (from ~1000 to 1600ms) raising the issue of 

protocols reproducibility and standardization [10]. The purpose of this study is to estimate the 

reproducibility and accuracy of T1 values acquired by four alternative T1 mapping protocols in a 

phantom and compare them to T1 values acquired by a gold standard protocol [6]. 
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2.  Methods 

2.1 Imaging protocols 

All imaging was performed at the University of Edinburgh on a 3Tesla Siemens Prisma scanner using 

a custom MRI phantom [11]. The phantom (figure 1a) is filled with 1.5 g/l CuSO4 and 3.6 g/l NaCl 

solution and made of 9 tubes containing MnCl2 solution of various concentrations. Five different  

pulse sequences were used to image the phantom: a) IR-SE (TI = 30, 330 530, 780, 1030, 1530ms, 

TE/TR = 11/1550ms), b) IR-SE Echo Planar Imaging (IR-SE-EPI) (TI = 100, 340, 580, 820, 1060, 

1300, 2000, 3000ms, TE/TR = 42/20000ms), c) Inversion Recovery Spoiled Gradient Recalled 

Acquisition in Steady State (IR-SPGR) or DESPOT-HIFI (TI = 600, 1500ms, TE/TR = 1,91/1170ms, 

flip angles = 2°, 5°, 12°), d) Variable Flip Angle (VFA) spoiled gradient recalled echo (flip angles = 

2°, 5°, 12°) and e) Three Dimensional Magnetization Prepared Rapid Acquisition GRE (MP2RAGE) 

(TE/TR = 2.98/5000ms). A thorough recording of phantom and room temperature was conducted in 

order to ensure the same experimental conditions as T1 increases with temperature by 2–3% per 

degree Celsius [12]. 

 

2.2 Image Processing 

Image processing was carried out using two Matlab codes, the Stanford code (part of theT1Mapping 

Matlab package which was developed by Nikola Stikov and his counterparts at Stanford University 

[6]) and an in-house code (MJT) that uses a different method to fit the data. Both codes accept 

DICOM images where magnitude, phase, real part and imaginary part have been saved. Reported T1 

values were obtained from each test tube by taking the average values across voxels for each TR 

(except MP2RAGE that provides directly the T1 value). Statistical comparisons were performed using 

a percentile bootstrap on median differences, with adjustment for multiple comparisons [13]. 

 

3 Results 

The reproducibility of the gold standard IR-SE was evaluated by acquiring the sequence for four 

consecutive days (day1: 866ms [531 1143], day2: 748ms [509 1016] day3: 745ms [511 1023] day4: 

786ms [564 1070], figure 1b). Small but significant fluctuations of T1 values were observed (p=.001) 

that might have risen from distributions in phantom temperature. Code comparison was performed on 

IR-SE and IR-SE-EPI sequences. Fitting procedures did not show difference on T1 values (2ms [-6 

13] and 4ms [-9 9] respectively).  Given the above results, comparison of sequences was performed 

from data acquired the same day and using MJT code (table 1). Significant differences were observed 

with VFA (DESPOT) showing much longer T1 values than other sequences (p=.001, +228ms on 

average). DESPOT-HIFI (-11ms [-22 -4] p=.002) and MP2RAGE (-32ms [-45 -25] p=.001) had 

shorted values than the gold standard, with a significant difference between them (p=.001) (figure 1c 

and 1d).  
 

Table 1. T1 values in ms (with median and 95% highest density interval) in each ROI. 

ROI IR-SE IR-SE-EPI M2RAGE DESPOT-

HIFI 

VFA(DESPOT) 

1 872 843 850 866 1022 

2 987 969 964 962 1044 

3 1131 1100 1102 1104 1257 

4 1341 1232 1310 1329 1454 

5 529 536 501 533 784 

6 582 588 549 577 835 

7 631 642 585 618 900 

8 702 706 649 678 983 

9 763 767 712 760 1089 

median 

HDI 

790 

[530  1075] 

783 

[538  1048] 

750 

[501  1048] 

777 

[535  1069] 

1013 

[784  1222] 
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Figure 1. Panel (a) shows the MP2RAGE image of the phantom, panel (b) shows the T1 values acquired with 

IR-SE over 4 consecutive days, panel (c) shows the distributions of T1 values for IR-SE, IR-SE-EPI, 

MP2RAGE, DESPOT-HIFI and VFA (DESPOT) acquired on the same day and panel (d), depicts the relative 

differences from IR-SE-EPI, MP2RAGE, DESPOT-HIFI and VFA (DESPOT) to the gold standard IR-SE 

sequence. Violin plots show the non-parametric kernel of each data (Random Average Shifted Histograms) and 

rectangles indicate the 95% confidence intervals of the medians (thick lines). 

 

4 Discussion and Conclusion 

The advantages of using quantitative imaging and especially T1 mapping methods in MRI studies are 

evident. They should provide unambiguous evidence for the change of various pathologic conditions. 

However, the main difficulty in current T1 mapping protocols is the impractically long scan time 

creating the need for new faster ones.  Our results show that the gold standard IR-SE is relatively 

stable but some values seems more sensitive to temperature variations than others, b) data fitting 

procedure have little impact on T1 values c) VFA (DESPOT) T1 maps give longer T1 values in 

comparison to the other T1 maps, d) MP2RAGE and DESPOT-HIFI T1 values are close to the gold 

standard but still differ significantly.  
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